Radiation hygiene in photofluorography.
This paper comprises measurements and experiences from the surveillance of 36 photofluorographic units in Norway. Measured patient doses are given. Practical means for reducing the doses are emphasized. The radiation hygiene for the personnel in mass chest surveys is discussed.